[Analysis of the market and future trends of the instrumentation for ambulatory electrocardiography].
An inquiry has been made among most manufacturers of ambulatory ECG instrumentation. Both playback and real time systems have been considered. The inquiry, based on a questionnaire, was mainly aimed at identifying possible standard technical solutions emerging from the analysis of various implementations, and at verifying whether techniques for performance evaluation are in common use. Main conclusions of this study include: playback systems are still in competition with real time systems; automatic analysis has not yet reached adequate accuracy; analysis of ST-T interval, while performed by most systems, is not evaluated because common standard of quality is lacking.